
Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Amphetamines

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 500 1 1 3 0 0 0

Abbott Architect 1000 12 12 36 0 0 0

Abbott Signify ER Drug 1000 1 0 3 0 1 0

Alere (Biosite) Triage TOX Dr 1000 29 29 87 0 0 0

Ameditech ImmuTest Multi-D 1000 1 1 3 0 0 0

Beckman Coulter 300 3 3 9 0 0 0

Beckman Coulter 395 1 0 2 1 1 0

Beckman Coulter 500 3 3 9 0 0 0

Beckman Coulter 1000 33 33 99 0 0 0

BMC QuickTox 1000 1 1 3 0 0 0

BioRad Tox/See 1000 3 3 9 0 0 0

E-Screen 1000 1 1 3 0 0 0

Instant Technologies 300 1 1 3 0 0 0

MedTox Profile 500 13 13 39 0 0 0

MedTox Profile 1000 2 2 6 0 0 0

NexScreen Cup 1000 1 0 3 0 1 0

Ortho Vitros 1000 12 12 36 0 0 0

Randox Laboratories Ltd 1000 1 1 3 0 0 0

Roche Cobas 500 3 3 9 0 0 0

Roche Cobas 1000 8 8 24 0 0 0

Roche KIMS 500 5 5 15 0 0 0

Roche KIMS 1000 15 15 45 0 0 0

Siemens ADVIA 300 1 1 3 0 0 0

Siemens ADVIA 500 1 1 3 0 0 0

Siemens ADVIA 1000 7 7 21 0 0 0

Siemens Dimension 500 8 8 24 0 0 0

Siemens Dimension 1000 40 39 120 0 1 0

#Error 500 5 5 15 0 0 0

#Error 1000 7 7 21 0 0 0

Thermo Scientific (Microgeni 500 1 1 3 0 0 0

Thermo Scientific (Microgeni 1000 6 6 18 0 0 0

Thermo Scientific (Microgeni 300 1 1 3 0 0 0

Thermo Scientific (Microgeni 500 6 6 18 0 0 0

Thermo Scientific (Microgeni 1000 2 2 6 0 0 0

Method not listed 1000 1 1 3 0 0 0

236Participant Totals: 232 707 1 4 0

Page 1 of 10
Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Barbiturates

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 200 12 0 48 0 0 0

Abbott Signify ER Drug 300 1 0 4 0 0 0

Alere (Biosite) Triage TOX Dr 300 29 0 115 1 0 0

Ameditech ImmuTest Multi-D 300 1 0 4 0 0 0

Beckman Coulter 200 36 0 144 0 0 0

Beckman Coulter 300 5 0 20 0 0 0

Beckman Coulter 427 1 0 4 0 0 0

BMC QuickTox 300 1 0 4 0 0 0

BioRad Tox/See 300 3 0 12 0 0 0

Instant Technologies 300 1 0 4 0 0 0

MedTox Profile 200 15 0 60 0 0 0

NexScreen Cup 300 1 0 4 0 0 0

Ortho Vitros 200 11 0 44 0 0 0

Ortho Vitros 300 1 0 4 0 0 0

Randox Laboratories Ltd 200 1 0 4 0 0 0

Roche Cobas 200 11 0 44 0 0 0

Roche KIMS 200 20 0 80 0 0 0

Siemens ADVIA 200 7 0 28 0 0 0

Siemens ADVIA 300 1 0 4 0 0 0

Siemens Dimension 200 49 0 196 0 0 0

#Error 200 7 0 28 0 0 0

#Error 300 4 0 16 0 0 0

Thermo Scientific (Microgeni 200 5 0 20 0 0 0

Thermo Scientific (Microgeni 200 9 0 36 0 0 0

Thermo Scientific (Microgeni 300 3 0 12 0 0 0

Method not listed 300 1 0 4 0 0 0

236Participant Totals: 0 943 1 0 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Benzodiazepines

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 75 1 1 3 0 0 0

Abbott Architect 200 10 10 30 0 0 0

Abbott Architect 300 1 1 3 0 0 0

Abbott Signify ER Drug 300 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 300 29 29 87 0 0 0

Ameditech ImmuTest Multi-D 300 1 1 3 0 0 0

Beckman Coulter 200 33 33 99 0 0 0

Beckman Coulter 300 8 8 24 0 0 0

Beckman Coulter 359 1 0 2 1 1 0

BMC QuickTox 300 1 1 3 0 0 0

BioRad Tox/See 300 3 3 9 0 0 0

Instant Technologies 300 1 1 3 0 0 0

MedTox Profile 150 13 13 39 0 0 0

MedTox Profile 300 2 2 6 0 0 0

NexScreen Cup 300 1 1 3 0 0 0

Ortho Vitros 200 11 11 33 0 0 0

Ortho Vitros 300 2 2 6 0 0 0

Randox Laboratories Ltd 200 1 1 3 0 0 0

Roche Cobas 100 1 1 3 0 0 0

Roche Cobas 200 5 5 15 0 0 0

Roche Cobas 300 5 5 15 0 0 0

Roche KIMS 100 5 5 15 0 0 0

Roche KIMS 200 10 10 30 0 0 0

Roche KIMS 300 6 6 18 0 0 0

Roche ONLINE 300 2 2 6 0 0 0

Siemens ADVIA 100 1 1 3 0 0 0

Siemens ADVIA 200 7 7 21 0 0 0

Siemens ADVIA 300 1 1 3 0 0 0

Siemens Dimension 200 49 48 147 0 1 0

#Error 100 1 1 3 0 0 0

#Error 200 7 7 21 0 0 0

#Error 300 2 2 6 0 0 0

Thermo Scientific (Microgeni 100 1 1 3 0 0 0

Thermo Scientific (Microgeni 200 3 3 9 0 0 0

Thermo Scientific (Microgeni 300 1 1 3 0 0 0

Thermo Scientific (Microgeni 40 1 1 3 0 0 0

Thermo Scientific (Microgeni 100 1 1 3 0 0 0

Thermo Scientific (Microgeni 200 6 5 18 0 1 0

Thermo Scientific (Microgeni 300 2 2 6 0 0 0

Method not listed 300 1 1 3 0 0 0

238Participant Totals: 235 713 1 3 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Cannabinoids

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 20 1 1 3 0 0 0

Abbott Architect 50 11 11 33 0 0 0

Abbott Signify ER Drug 50 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 50 29 26 87 0 3 0

Ameditech ImmuTest Multi-D 50 1 1 3 0 0 0

Beckman Coulter 20 3 3 9 0 0 0

Beckman Coulter 25 1 1 3 0 0 0

Beckman Coulter 50 35 35 105 0 0 0

Beckman Coulter 100 2 2 6 0 0 0

Beckman Coulter 403 1 0 3 1 0 0

BMC QuickTox 50 1 1 3 0 0 0

BioRad Tox/See 50 3 3 9 0 0 0

E-Screen 50 1 1 3 0 0 0

Instant Technologies 50 1 1 3 0 0 0

MedTox Profile 50 15 14 45 0 1 0

NexScreen Cup 50 1 1 3 0 0 0

Ortho Vitros 50 13 13 39 0 0 0

Randox Laboratories Ltd 50 1 0 3 0 1 0

Roche Cobas 50 11 11 33 0 0 0

Roche KIMS 20 3 3 9 0 0 0

Roche KIMS 50 19 19 57 0 0 0

Roche KIMS 100 1 1 3 0 0 0

Roche ONLINE 50 1 1 3 0 0 0

Siemens ADVIA 20 1 1 3 0 0 0

Siemens ADVIA 50 8 8 24 0 0 0

Siemens Dimension 20 1 1 3 0 0 0

Siemens Dimension 25 3 3 9 0 0 0

Siemens Dimension 50 44 44 132 0 0 0

#Error 20 2 2 6 0 0 0

#Error 50 7 7 21 0 0 0

Thermo Scientific (Microgeni 25 1 1 3 0 0 0

Thermo Scientific (Microgeni 50 2 2 6 0 0 0

Thermo Scientific (Microgeni 20 2 2 6 0 0 0

Thermo Scientific (Microgeni 30 1 1 3 0 0 0

Thermo Scientific (Microgeni 50 10 10 30 0 0 0

Method not listed 50 1 1 3 0 0 0

239Participant Totals: 233 717 1 5 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Cocaine/metab

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 150 5 5 15 0 0 0

Abbott Architect 300 8 8 24 0 0 0

Abbott Signify ER Drug 300 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 300 29 29 87 0 0 0

Ameditech ImmuTest Multi-D 300 1 1 3 0 0 0

Beckman Coulter 150 3 3 9 0 0 0

Beckman Coulter 300 36 36 108 0 0 0

Beckman Coulter 410 1 0 2 1 1 0

BMC QuickTox 300 1 1 3 0 0 0

BioRad Tox/See 300 6 6 18 0 0 0

E-Screen 300 1 1 3 0 0 0

Instant Technologies 150 1 1 3 0 0 0

MedTox Profile 150 13 13 39 0 0 0

MedTox Profile 300 2 2 6 0 0 0

NexScreen Cup 300 1 1 3 0 0 0

Ortho Vitros 300 5 5 15 0 0 0

Randox Laboratories Ltd 300 1 1 3 0 0 0

Roche Cobas 150 2 2 6 0 0 0

Roche Cobas 300 9 9 27 0 0 0

Roche KIMS 150 1 1 3 0 0 0

Roche KIMS 300 22 22 66 0 0 0

Roche ONLINE 300 1 1 3 0 0 0

Siemens ADVIA 300 8 8 24 0 0 0

Siemens Dimension 150 6 6 18 0 0 0

Siemens Dimension 300 43 42 128 1 1 0

#Error 150 2 2 6 0 0 0

#Error 300 7 7 21 0 0 0

Thermo Scientific (Microgeni 100 1 1 3 0 0 0

Thermo Scientific (Microgeni 300 2 2 6 0 0 0

Thermo Scientific (Microgeni 150 10 10 30 0 0 0

Thermo Scientific (Microgeni 300 5 5 15 0 0 0

Method not listed 300 1 1 3 0 0 0

235Participant Totals: 233 703 2 2 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Ethanol

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 10 1 2 2 0 0 0

Abbott Architect 20 1 2 2 0 0 0

#Error 10 1 2 2 0 0 0

#Error 20 1 2 2 0 0 0

#Error 50 1 2 2 0 0 0

Beckman Coulter 10 12 22 22 2 2 0

Beckman Coulter 20 6 12 12 0 0 0

Beckman Coulter 40 1 2 2 0 0 0

Beckman Coulter 50 2 4 4 0 0 0

Beckman Coulter 100 1 1 2 0 0 0

GC Flame Ionization 10 1 2 2 0 0 0

Ortho Vitros 10 1 2 2 0 0 0

Ortho Vitros 25 1 2 2 0 0 0

Roche Cobas 10 7 14 14 0 0 0

Roche Cobas 20 1 2 2 0 0 0

Roche Cobas 50 1 2 2 0 0 0

Roche KIMS 10 2 4 4 0 0 0

Roche KIMS 20 1 2 2 0 0 0

Roche KIMS 50 2 4 4 0 0 0

Siemens ADVIA 10 6 12 12 0 0 0

Siemens ADVIA 20 3 6 6 0 0 0

Siemens Dimension 5 1 2 2 0 0 0

Siemens Dimension 10 4 8 8 0 0 0

Siemens Dimension 50 6 9 15 0 0 0

#Error 10 2 4 4 0 0 0

#Error 20 1 2 2 0 0 0

#Error 100 1 1 3 0 0 0

Thermo Scientific (Microgeni 20 1 2 2 0 0 0

Thermo Scientific (Microgeni 20 6 12 12 0 0 0

Thermo Scientific (Microgeni 30 1 2 2 0 0 0

Thermo Scientific (Microgeni 40 1 2 2 0 0 0

Thermo Scientific (Microgeni 50 3 6 6 0 0 0

Thermo Scientific (Microgeni 100 2 2 6 0 0 0

Method not listed 10 1 2 2 0 0 0

83Participant Totals: 157 170 2 2 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Methadone

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 100 1 1 3 0 0 0

Abbott Architect 300 7 7 21 0 0 0

Alere (Biosite) Triage TOX Dr 300 8 8 24 0 0 0

Ameditech ImmuTest Multi-D 300 1 1 3 0 0 0

Beckman Coulter 150 1 1 3 0 0 0

Beckman Coulter 300 29 29 87 0 0 0

Beckman Coulter 425 1 0 2 1 1 0

BioRad Tox/See 300 2 2 6 0 0 0

Instant Technologies 300 1 0 3 0 1 0

MedTox Profile 200 12 12 36 0 0 0

MedTox Profile 300 2 2 6 0 0 0

NexScreen Cup 300 1 1 3 0 0 0

Ortho Vitros 300 9 9 27 0 0 0

Randox Laboratories Ltd 300 1 1 3 0 0 0

Roche Cobas 300 7 7 21 0 0 0

Roche KIMS 300 18 18 54 0 0 0

Roche ONLINE 300 1 1 3 0 0 0

Siemens ADVIA 300 8 8 24 0 0 0

Siemens Dimension 300 35 35 105 0 0 0

#Error 100 1 1 3 0 0 0

#Error 150 1 1 3 0 0 0

#Error 300 10 10 30 0 0 0

Thermo Scientific (Microgeni 100 1 1 3 0 0 0

Thermo Scientific (Microgeni 150 1 1 3 0 0 0

Thermo Scientific (Microgeni 250 1 1 3 0 0 0

Thermo Scientific (Microgeni 130 1 1 3 0 0 0

Thermo Scientific (Microgeni 300 9 9 27 0 0 0

Method not listed 300 1 1 3 0 0 0

171Participant Totals: 169 512 1 2 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Opiates

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 50 1 1 3 0 0 0

Abbott Architect 300 11 11 33 0 0 0

Abbott Architect 2000 1 1 3 0 0 0

Abbott Signify ER Drug 300 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 300 28 28 84 0 0 0

Alere (Biosite) Triage TOX Dr 2000 1 1 3 0 0 0

Ameditech ImmuTest Multi-D 300 1 1 3 0 0 0

Beckman Coulter 200 1 1 3 0 0 0

Beckman Coulter 300 37 37 111 0 0 0

Beckman Coulter 303 1 0 2 1 1 0

Beckman Coulter 2000 2 2 6 0 0 0

BMC QuickTox 300 1 1 3 0 0 0

BioRad Tox/See 300 3 3 9 0 0 0

E-Screen 2000 1 1 3 0 0 0

Instant Technologies 300 1 0 3 0 1 0

MedTox Profile 100 13 12 39 0 1 0

MedTox Profile 300 2 2 6 0 0 0

NexScreen Cup 300 1 1 3 0 0 0

Ortho Vitros 300 13 13 39 0 0 0

Randox Laboratories Ltd 300 1 1 3 0 0 0

Roche Cobas 300 11 11 33 0 0 0

Roche KIMS 300 22 22 66 0 0 0

Roche KIMS 2000 1 1 3 0 0 0

Roche ONLINE 300 1 1 3 0 0 0

Siemens ADVIA 300 9 9 27 0 0 0

Siemens Dimension 300 42 42 126 0 0 0

Siemens Dimension 2000 7 7 21 0 0 0

#Error 100 2 2 6 0 0 0

#Error 300 9 9 27 0 0 0

Thermo Scientific (Microgeni 150 1 1 3 0 0 0

Thermo Scientific (Microgeni 50 1 1 3 0 0 0

Thermo Scientific (Microgeni 150 2 2 6 0 0 0

Thermo Scientific (Microgeni 300 9 9 27 0 0 0

Thermo Scientific (Microgeni 2000 1 1 3 0 0 0

Method not listed 300 1 1 3 0 0 0

240Participant Totals: 237 719 1 3 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.



Participant Performance Summary - Initial (Screen) Test

Clinical Toxicology - March 2014 Test Event

Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

PCP

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 25 12 12 36 0 0 0

Abbott Signify ER Drug 25 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 25 23 22 69 0 1 0

Ameditech ImmuTest Multi-D 25 1 1 3 0 0 0

Beckman Coulter 25 37 37 111 0 0 0

Beckman Coulter 425 1 0 3 1 0 0

BMC QuickTox 25 1 1 3 0 0 0

BioRad Tox/See 25 3 3 9 0 0 0

E-Screen 25 1 1 3 0 0 0

Instant Technologies 25 1 1 3 0 0 0

MedTox Profile 25 15 15 45 0 0 0

NexScreen Cup 25 1 1 3 0 0 0

Ortho Vitros 25 11 11 33 0 0 0

Randox Laboratories Ltd 25 1 1 3 0 0 0

Roche Cobas 25 11 11 33 0 0 0

Roche KIMS 25 22 22 66 0 0 0

Roche ONLINE 25 1 1 3 0 0 0

Siemens ADVIA 25 8 8 24 0 0 0

Siemens Dimension 25 44 44 132 0 0 0

#Error 25 7 7 21 0 0 0

Thermo Scientific (Microgeni 25 3 3 9 0 0 0

Thermo Scientific (Microgeni 25 14 14 42 0 0 0

219Participant Totals: 217 657 1 1 0

Propoxyphene

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 300 4 4 12 0 0 0

Beckman Coulter 300 20 20 60 0 0 0

Beckman Coulter 367 1 0 2 1 1 0

BioRad Tox/See 300 1 1 3 0 0 0

Instant Technologies 300 1 1 3 0 0 0

MedTox Profile 300 13 13 39 0 0 0

Ortho Vitros 300 1 1 3 0 0 0

Randox Laboratories Ltd 300 1 1 3 0 0 0

Roche Cobas 300 1 1 3 0 0 0

Roche KIMS 300 9 9 27 0 0 0

Siemens ADVIA 300 2 2 6 0 0 0

#Error 300 5 5 15 0 0 0

Thermo Scientific (Microgeni 150 1 1 3 0 0 0

Thermo Scientific (Microgeni 300 1 1 3 0 0 0

Thermo Scientific (Microgeni 25 1 1 3 0 0 0

Thermo Scientific (Microgeni 180 1 1 3 0 0 0

Thermo Scientific (Microgeni 200 1 1 3 0 0 0

Thermo Scientific (Microgeni 300 7 7 21 0 0 0

71Participant Totals: 70 212 1 1 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.
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Analytical Toxicology Proficiency Testing Program 

S T A T E  O F  N E W  Y O R K  D E P A R T M E N T  O F  H E A L T H   W A D S W O R T H  C E N T E R

Tricyclic Antidepressant

CutoffMethod Code No. Labs True Positive True Negative False Positive False Negative Cross-Reactant

Abbott Architect 1000 4 4 12 0 0 0

Abbott Signify ER Drug 1000 1 1 3 0 0 0

Alere (Biosite) Triage TOX Dr 1000 26 26 78 0 0 0

Ameditech ImmuTest Multi-D 1000 1 1 3 0 0 0

Beckman Coulter 500 1 1 3 0 0 0

Beckman Coulter 1000 1 1 3 0 0 0

BioRad Tox/See 1000 4 4 12 0 0 0

Diagnostic Products 110 1 1 3 0 0 0

Instant Technologies 1000 1 1 3 0 0 0

MedTox Profile 300 15 13 45 0 2 0

MedTox Verdict 300 1 1 3 0 0 0

NexScreen Cup 1000 1 1 3 0 0 0

Ortho Vitros 300 1 1 3 0 0 0

Randox Laboratories Ltd 100 1 1 3 0 0 0

Roche Cobas 500 1 1 3 0 0 0

Siemens Dimension 1000 1 1 3 0 0 0

#Error 100 1 1 3 0 0 0

Siemens Syva RapidTest 1000 4 4 12 0 0 0

Thermo Scientific (Microgeni 150 1 1 3 0 0 0

Thermo Scientific (Microgeni 300 7 7 21 0 0 0

Thermo Scientific (Microgeni 500 1 1 3 0 0 0

Thermo Scientific (Microgeni 700 1 1 3 0 0 0

ToxiLab (Agilent) 500 1 1 3 0 0 0

Method not listed 1000 1 1 3 0 0 0

78Participant Totals: 76 234 0 2 0
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Please refer to the Performance Evaluation Report for the test specimen drug content.


